Heterotopic ossification causing proximal radioulnar synostosis after insertion of a radial head prosthesis.
A rare case of radioulnar synostosis following placement of a metal radial head replacement is described and a review of treatment options for heterotopic ossification in the vicinity of the elbow is presented.